Perforation of the small intestine caused by fixation plate penetration into the abdomen.
The authors report a case of intestinal loop penetration and peritonitis caused by penetration of the tip of the fixation into the abdominal cavity after internal fixation of an unstable intertrochanteric fracture. Complete regression of acute infection was achieved by suturing the intestinal wound, removing the internal fixation device and administering systemic and local antibiotic therapy.